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INTRODUCTION 

The  hydrogen  maser  is  currently  one  of  the  most  stable  frequency  standards  currently 
available,  providing  frequency  stabilities  of  several  parts  in  10^*^  for  averaging  times  of 
10^  ~  10^  seconds.  Further  improvement  to  the  stability  of  hydrogen  masers  requires  a 
comprehensive  understanding  of  the  relative  magnitudes  of  physical  processes  that  influence 
frequency  stability.  We  discuss  an  approach  to  understanding  a  variety  of  thermodynamic 
and  systematic  processes  that  can  affect  maser  frequency  stability. This  examination 
enables  the  maser  researcher  and  user  to  identify  stability-limiting  effects  and  thus  to 
choose  areas  where  improvements  could  lead  to  increased  stability.  As  is  true  with  many 
complex  systems,  overall  improvements  can  generally  be  gained  only  by  attending 
simultaneously  to  a  variety  of  factors.  Improving  one  aspect  of  the  maser  will  not 
significantly  increase  the  frequency  stability  if  variations  in  another  area  limits  the  stability 
to  a  level  comparable  to  the  first. 

The  hydrogen  maser’s  frequency  stability  is  affected  by  fundamental  thermal  noise 
and  by  systematic  effects.  The  maser  frequency  stability,  expressed  by  the  two-sample,  or 
Allan,  deviation^^^  <7(r)  typically  has  three  approximately  linear  portions  when  displayed  on  a 
log-log  plot. 

For  values  of  the  averaging  interval  r  between  approximately  1  and  100  seconds,  o-(r) 
is  approximately  proportional  to  r“^.  This  behavior  results  from  thermally-induced  phase 
noise  within  the  bandwidth  of  the  maser’s  receiver  system.  Between  roughly  100  and  1000 
seconds  0(7")  is  proportional  to  in  this  range  of  averaging  interval,  the  frequency 

stability  is  determined  by  thermal  noise  within  the  hydrogen  atomic  linewidth.  For  longer 
averaging  times  cr(r)  is  generally  found  to  vary  with  r  between  and  behavior  is 

characteristic  of  linear  frequency  drift,  while  behavior  is  termed  random  walk  of 
frequency. 

FUNDAMENTAL  STABILITY  EFFECTS  DUE  to  THERMAL  NOISE 

The  Allen  deviation  ^^(r)  due  to  thermal  noise  within  the  atomic  linewidth  is  given 

by[3] 
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Here  is  the  atomic  line  Q,  k  is  Boltzmann’s  constant,  T  is  the  absolute  temperature  within 
the  maser’s  resonant  cavity,  and  P  is  the  power  delivered  by  the  atomic  beam  to  the  cavity. 


The  effect  of  thermal  noise  on  the  maser’s  receiver  is 


given 
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Here  F  is  the  noise  figure  of  the  receiver  system,  B  is  the  receiver’s  effective  noise 
bandwidth,  P^  is  the  power  delivered  by  the  maser  cavity  to  the  receiver,  (3  is  the  cavity 
coupling  factor,  and  w  =  27r/„„  where  is  the  maser  transition  frequency,  1420.405. ..MHz. 


It  is  necessary  to  express  the  frequency  stability  in  terms  of  quantities  that  are  either 
measurable  or  controllable,  such  as  the  coupling  factor,  cavity  Q,  and  hydrogen  flux.  These 
parameters  enter  the  Allan  variance  through  the  line  Q  and  the  beam  power. 


The  power  radiated  by  the  beam  can  be  expressed^^l  in  terms  of  the  net  flux  I  of 
radiating  atoms  entering  the  storage  volume,  that  is,  the  difference  between  the  number  of 
atoms  entering  in  the  hyper  fine  state  “c”  (F=l,  mp=0)  and  the  number  in  the  state  “a”  (F=0, 
raF=0). 


p  hu!  J. 
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where  the  minimum  flux  required  for  oscillation  in  the  absence  o 
by 
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and  the  parameter  q  is  defined  by 
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spin  exchange,  is  given 

(4) 


a  =  yg  1 

r]Vh  Q,  I 

Here  is  the  Bohr  magneton,  a  is  the  spin-exchange  cross  section,  t;,.  is  the  relative 
hydrogen  velocity  in  the  storage  bulb,  is  the  resonant  cavity  volume,  77  is  the  storage 
bulb’s  filling  factor  and  is  the  loaded  cavity  Q.  In  most  masers  [Itot/I)  ^  2  because  the 
state  selection  magnet  focusses  atoms  in  both  states  “c”  and  “d’’(F=l,  mF=l)  into  the  storage 
bulb.  If  single  state  selection  is  used,  only  state  “c”  atoms  enter  the  bulb  and  «  1. 

is  the  total  density-independent  relaxation  rate  and  is  the  rate  at  which  atoms  are 
removed  from  the  storage  bulb  by  escape  through  its  entrance  collimator  and  by 
recombination  on  the  wall  surface.  Generally,  exceeds  q^^  because  to  magnetic 
inhomogeneity  relaxation  and  to  wall  relaxation  processes  other  than  recombination;  in  a 
properly  built  maser  (qt/q,/)  1.  Under  similar  assumptions,  the  parameter  c  in  Eq.  3  has 

the  value  c  =  3. 


The  atomic  line  Q  is  also  related  to  the  flux  and  the  relaxation  rates: 
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To  find  the  level  of  flux  that  minimizes  the  Allan  variance  we  can  express 

a^(r)  as  a  function  of  flux  by  substituting  Eqs.  (3)  and  (6)  into  Eqs.  (1)  and  (2)  and  finding 
the  minimizing  flux  by  differentiating  with  respect  to  /.  It  is  physically  reasonable  that 
values  of  /  exist  that  minimize  of{r)  and  £t?(r).  ^^{t)  is  proportional  to  since  P  is  a 

quadratic  function  of  I  with  a  maximum  (resulting  from  spin  exchange  relaxation 
overwhelming  the  increase  in  power  with  increasing  flux),  has  a  corresponding 

minimum.  of{r)  is  proportional  to  [qIp]  ■  At  low  flux  levels,  has  a  maximum  value 
determined  primarily  by  atomic  loss  mechanisms  described  by  and  its  value  decreases 
with  increasing  flux.  Thus  the  product  Q^P  has  a  maximum  at  a  smaller  value  of  flux 
than  does  P  alone,  and  of('r)  has  a  corresponding  minimum  at  a  smaller  value  of  flux  than 
does 

Minimization  of  ai(  r) 


We  wish  to  find  maser  operating  conditions  that  minimize  the  Allan  variance  cr^^(r), 
and  thus  the  Allan  deviation  For  a  given  maser  the  readily  variable  parameters  are 

the  flux  I,  cavity  coupling  factor  0,  and  state  selection  ratio  We  assume  that  Qo)  l^he 

maser’s  unloaded  cavity  Q,  is  fixed,  since  it  is  determined  by  the  dimensions  and  materials 
of  the  maser’s  resonant  cavity  and  storage  bulb,  (Altering  the  dimensions  to  change  the 
bulb  filling  factor,  however,  can  affect  Q^.)  Then  Q.,  the  loaded  cavity  Q,  is  determined  by 
the  coupling  factor: 

%  =  P) 

The  parameter  q  can  be  expressed  as 

q  =  go(lf/3)  (8) 

where  is  independent  of  0  and  is  defined  by 

«  _  Ot  JL  i_  mi 

stt/z,"  Id  w,  a  ^  ^  ^ 

It  is  convenient  to  introduce  the  normalized  flux  variable 

^  ^  (10) 

■'lA  It 


By  expressing  the  beam  power  and  line  Q  in  terms  of  x  and  0  and  differentiating 
with  respect  to  x,  one  can  find-^^^’*’-  the  condition  on  flux  that  minimizes 

t  (11) 

From  Eq.  12  we  can  express  Eq.  11  as 


fz 

\  !2se 
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This  means  that  for  a  particular  value  of  cavity  coupling,  the  minimum  Allan  variance  due 
to  thermal  noise  within  the  atomic  linewidth  occurs  when  the  flux  is  adjusted  so  that  the 
spin  exchange  relaxation  rate  ')2se  equals  the  density  independent  relaxation  rate  7^  decreased 
by  the  factor  (1  -  9)/(l  +  q)-  For  many  masers,  particularly  those  employing  single  state 

selection,  q  «  1,  and  ^72se^  ^  '^t- 


Minimization  of  (tJt) 


The  contribution  to  the  Allan  variance  due  to  thermal  noise  at  the  maser  receiver  is 
given  by  Eq.  1.  is  affected  by  the  properties  of  the  maser’s  receiver  system  through  the 
noise  figure  F  and  noise  bandwidth  B,  and  by  the  maser’s  operating  conditions  through  the 
beam  power  P  and  rf  coupling  factor  /?.  One  approach  to  reducing  (t^  is  by  reducing  the 
noise  figure  and  bandwidth.  In  practice  this  generally  means  narrowing  the  receiver’s 
lock-loop  bandwidth  and  employing  a  low-noise  preamplifier,  can  also  be  reduced  by 
adjusting  the  maser’s  beam  flux  and  the  cavity’s  coupling  constant  p.  The  conditions  for 
minimum  value  are  established  straightforwardly  by  setting  the  partial  derivatives  of  Eq. 
1  with  respect  to  x  and  /?  equal  to  zero.  The  optimum  value  of  flux  is 

For  q  -  0.08,  a  typical  value  using  a  traditional  state  selector,  Eq.  14  gives  =  2.38,  a 
level  of  flux  that  is  difficult  to  achieve  in  practice  due  to  limitations  imposed  by  beam  optics 
and  scattering. 

The  optimizing  value  of  /?,  for  a  veilue  of  q^  ~0.08,  is  /?2il4.  Such  a  large  value  of  /? 
would  reduce  the  loaded  cavity  Q  below  the  value  required  for  oscillation,  so  that  the 
optimizing  value  of  /?  is  unattainable.  Then,  to  reduce  as  much  as  possible,  p  should  be 
made  as  large  as  possible  consistent  with  the  requirement  for  maser  oscillation. 

Characterization  of  Systematic  Portion  of  Allan  Variance 

The  expressions  above  for  the  Allan  variance  and  the  maser’s  operating  conditions 
allow  one  to  calculate  the  consequences  of  adjusting  the  various  operating  parameters.  The 
mechanisms  and  af  contribute  to  the  Allan  variance  for  short  (<10^  sec)  and 
intermediate  (~10^  to  10^  sec)  averaging  times.  To  include  the  contributions  of  systematic 
effects,  which  dominate  the  stability  for  longer  averaging  times,  one  must  model  the  long¬ 
term  Allan  variance,  behavior,  which  has  often  been  observed,  is  characteristic  of 
random  walk  of  frequency.  As  is  shown  in  the  later  discussion  of  systematic  processes, 
cavity  pulling  is  a  substantial  source  of  systematic  maser  frequency  variation.  Maser 
frequency  variations  due  to  cavity  pulling  are  proportional  to  the  ratio  [QJQt).  Conse¬ 
quently  we  model  the  random  walk  component  of  a  by 

^RW  =  ^ 
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Qi 


39  X  10^  and  ~  2  x  10^;  thus  a  reasonable  value 


Long-term  measurements  of  a  pair  of  VLG-11  masers  give  the  value 

9x10“^®  sec“^  for  masers  with 
of  £  for  comparison  purposes  is 

^  ~  2.4x10-26  sec- ^ 

We  shall  assume  that  for  masers  with  other  values  of  Q.  and  crii^  scales  according  to 
Eq.  15,  with  the  value  of  ^  given  by  Eq.  16.  Improved  control  of  systematic  frequency- 
pulling  processes  would  be  reflected  in  lower  values  of  if. 

Effect  of  Maser  Operating  Parameters  on  g(r) 

Using  the  expressions  derived  for  the  maser’s  operation  we  have  calculated  the  Allan 

deviation  cr(r)  =  [  ^  variety  of  operating  parameters.  The 

resulting  graphs  illustrate  the  benefits  and  tradeoffs  that  result  from  different  choices  of 
operating  conditions. 

To  examine  the  effect  of  state  selection,  we  consider  a  maser  equipped  with  an 
adiabatic  fast  passage  (AFP)  state  selection  system.  When  the  AFP  system  is  off,  Itot/I  = 
2,  and  when  the  AFP  system  is  on,  the  F=l,  mp=l  atoms  are  eliminated  and  hot/I  =  1- 
Because  q  is  proportional  to  Itot/Iy  AFP  system  reduces  the  value  of  q  by  half. 
Fig.  1  shows  the  calculated  Allan  deviation  with  the  AFP  system  on  and  off.  The  values 
assumed  for  q^  are  typical  of  those  measured  in  VLG;12  masers.  For  both  curves  we 
assume  the  flux  is  adjusted  to  give  x  =  1,  approximately  the  value  that  minimizes  o>(r), 
(This  assumption  means  that  the  total  flux  with  AFP  on  would  have  to  be  twice  as  large 
as  when  AFP  is  off,  in  order  to  maintain  the  spin  exchange  relaxation  rate  equal  to 
The  curves  show  that,  if  the  assumption  x  =  1  is  satisfied,  use  of  the  AFP  system  would 
increase  the  frequency  stability  by  a  factor  of  approximately  2  for  averaging  intervals  from 
1  to  about  10^  seconds.  The  long-term  stability  is  unaffected  because  and  therefore  the 
line  Q,  is  constant  under  the  assumption  of  constant  x. 

The  effect  of  varying  the  beam  flux,  as  measured  by  the  parameter  x,  is  shown  in 
Fig.  2.  Reducing  x  from  1  to  0.5  increases  only  slightly,  because  Qf  increases  at  the 
wame  time  that  P  decreases.  The  deviation  increases  by  about  30%  due  to  the  decrease  in 
P,  while  decreases  by  about  20%  because  increases.  Reducing  the  flux  substantially, 
to  X  =  0.15,  increases  by  a  factor  of  about  3,  and  cr^  by  about  twice,  from  their  value  for 
X  =  1.  These  increases  are  due  to  the  decrease  in  beam  power  and  to  the  fact  that 
the  line  Q  decrease  with  flux  is  limited  by  the  fixed  value  of  is  about  40%  lower 

for  X  =  0.15  than  for  x  =  1.  We  can  .see  that  a  reduction  of  flux  to  the  level  of  x  ~  0.5 
would  likely  increase  the  long-term  stability  without  substantially  degrading  the  intermediate 
term  stability  from  its  optimum  value. 


Increasing  the  cavity  coupling  factor  /?  decreases  the  loaded  cavity  Q  and  increases  the 
rf  power  to  the  receiver.  The  decrease  in  Q.  reduces  the  cavity  pulling  effect,  thereby 
improving  the  maser’s  long-term  frequency  stability,  while  the  increase  in  receiver  power 
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improves  the  stability  for  short  averaging  times.  Increasing  j3  also  increases  q,  which 
decreases  the  beam  power  P,  degrading  the  intermediate-term  stability  slightly.  However,  0 
cannot  be  increased  indefinitely.  In  order  for  the  maser  to  oscillate,  the  flux  must  be  in  a 
range  set  by  the  condition  P  >  0,  which  results  in  the  limiting  condition  on  q,  q  <  0.172. 
Using  q  =  9„(l  +  0)  and  q^  ~  0.08,  typical  for  non-AFP  operation,  the  limit  on  0  is  /?<1.15. 
For  /3<1.0,  the  allowable  range  of  flux  reaches  values  accessible  to  both  AFP  and  non-AFP 
operation.  The  effect  of  0  on  maser  frequency  stability  is  shown  in  Fig.  3  for^^,  =  0.04 
(AFP  on)  and  x  =  1.  Using  a  large  coupling  factor,  /?  =  1,  instead  of  a  smaller  value, 
0  0.2,  improves  the  short-term  stability  at  r=l  second  by  about  9%,  degrades  the 

intermediate  term  stability  by  about  15%,  and  improves  the  long-term  stability  by  almost 
40%,  under  the  assumptions  of  our  model. 

The  maser’s  long-term  stability  is  determined  by  systematic  processes.  The  stability 
can  be  improved  by  decreasing  the  sensitivity  of  maser  components  to  external  influences 
and  improving  their  inherent  long-term  stability.  Figure  4  shows  the  frequency  stability 
improvement  to  be  gained  by  decreasing  the  systematic  effects  by  a  factor  of  2,  assuming 
our  model  of  a  random  walk  of  frequency  proportional  to  the  ratio  Q^/Q^.  We  discuss 
below  a  variety  of  systematic  processes  that  can  affect  maser  frequency  stability. 

SYSTEMATIC  EFFECTS  on  HYDROGEN  MASER  FREQUENCY  STABILITY 

A  great  many  physical  effects  can  result  in  systematic  maser  frequency  variations.  It 
is  impossible  in  the  space  available  to  present  an  analysis  of  more  than  a  few;  rather,  it  is 
our  intention  to  describe  a  systematic  approach  to  such  an  analysis,  and  to  summarize  the 
results  of  a  more  extensive  study.  A  detailed  analysis  of  identified  effects  is  given  in 
reference  1. 

To  analyze  systematic  effects,  one  must  identify  three  levels  of  physical  effects;  (i) 
basic  physical  processes  that  directly  determine  the  maser’s  observed  output  frequency;  (ii). 
transducing  factors  that  can  affect  the  basic  frequency-determining  processes;  and  (iii) 
driving  mechanisms  that  can  vary  the  transducing  factors.  Fundamental  frequency¬ 
determining  processes  include  the  cavity’s  resonance  frequency,  internal  magnetic  field,  and 
collisional  and  wall  frequency  shifts.  In  addition,  phase  variations  in  the  maser’s  amplifying 
and  phase  locking  circuits  can  change  the  observed  output  frequency.  Transducing  factors 
include  the  cavity  dimensions,  the  storage  bulb’s  dielectric  coefficient,  the  internal  magnetic 
field  strength  and  gradients,  the  beam  flux,  the  atomic  state  distribution,  and  the  properties 
of  voltage  dividers.  Finally,  intrinsic  driving  mechanisms  -  those  independent  of  the 
environment  -  include  the  creep  of  material  dimensions  over  time,  long-term  voltage 
reference  aging,  and  aging  of  magnetic  shield  domains,  while  environmental  driving 
mechanisms  include  temperature,  humidity,  barometric  pressure,  magnetic  fields,  and 
vibration.  As  an  example  of  the  three-step  identification  process,  we  note  that  both 
material  dimension  creep,  an  intrinsic  mechanism,  and  temperature,  an  environmental 
mechanism,  can  affect  the  dimensions  of  the  resonant  cavity  and,  through  the  mechanism  of 
cavity  pulling,  the  maser’s  frequency. 
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Many  of  the  three-step  processes  can  be  described  analytically.  The  procedure  is  as 
follows: 


1.  Identify  the  frequency  determining  mechanisms,  such  as  cavity  pulling  or  internal 
magnetic  field  intensity. 

2.  Express  the  maser  frequency  /  as  a  function  of  the  relevant  driving  variables 
such  as  temperature,  time,  or  external  magnetic  field. 


(n) 

4.  Calculate  or  measure  the  sensitivities  df/dXj  (e.g.,  df / 

5.  Estimate  or  measure  the  driving  functions  dXj  (e.g., 


3.  Calculate  the  frequency  variation  6f  as  a  differential: 

_  V  i  ^ 

f  ~  2^  f  dX,  dXj  ^ 


As  an  example  of  this  analytic  approach,  consider  maser  frequency  variations  due  to 
changes  in  the  cavity’s  resonance  frequency  that  result  from  changes  in  the  cavity’s 
dimensions.  Mechanisms  that  can  affect  the  dimensions  include  bulk  thermal  expansion  or 
contraction  of  the  cavity’s  structural  material,  expansion  or  contraction  of  the  cavity’s 
metallic  coating,  relaxation  of  the  coating’s  internal  stress,  and  contraction  of  the  cavity’s 
joints  with  time.  The  driving  mechanisms  are  time  and  cavity  temperature.  The  maser 
frequency  variation  due  to  these  mechanisms  can  be  written  as 


<5/c  = 


dR  dT  ^  dL  dT 


+ 


da,  dT 


8T  + 


dfc  da,  df^  dL 
da,  dt  dL  dt 


St 


(18) 


Here  R  and  L  are  the  cavity’s  radius  and  length,  a,  is  the  coating’s  internal  surface  stress,  T 
is  the  cavity’s  temperature,  and  t  is  elapsed  time. 


We  consider  those  terms  involving  thermal  expansion  of  the  bulk  cavity  material. 
It  can  be  shown  that  the  fractional  change  in  resonance  frequency  with  temperature  is  given 

by 

1  df. 


fc  dT 


~  —  a 


(19) 


where  a  is  the  linear  coefficient  of  expansion  of  the  cavity  material,  assumed  to  be  isotropic. 
Consequently,  the  maser  frequency  varies  with  temperature,  due  to  bulk  expansion,  as 


1  d^(bulk)  ^  _ 

f  dT 


9c 

Qt 


=  -  a  X  10-^’ 


(7) 


for  {QJQf)  =  10"®,  a  typical  value  for  SAO  VLG-12  masers.  The  effect  of  bulk  expansion 
on  cavities  made  of  different  materials  can  readily  be  estimated.  Table  1  gives  the  maser 
frequency  variations  expected  to  result  from  a  cavity  temperature  variation  of  10  ’’  °C  for 
cavities  made  of  low-expansion  Ccrvit  or  Zerodur  and  of  metals  such  as  copper  or 
aluminum. 
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Some  processes  that  affect  the  maser’s  frequency  are  not  amenable  to  calculation  or 
measurement.  An  example  are  magnetic  field  effects.  The  maser  frequency  is  affected 
by  the  average  magnetic  field  intensity  in  the  storage  bulb  through  the  quadratic  hyperfine 
level  dependence  on  magnetic  field^^l  -  the  Breit-Rabi  -  shift,  and  also  by  magnetic  field 
gradients  through  collisional  (Crampton-Verhaar)  shifts^^l  While  the  field  magnetic 
intensity,  which  drives  the  Breit-Rabi  shift,  can  be  measured,  the  internal  field  gradients, 
which  affect  the  collisional  shifts,  are  difficult  or  impossible  to  calculate  or  measure. 
However,  the  atomic  state  distribution  in  the  beam,  which  also  affects  the  collisional  shifts,  is 
both  measurable  and  controllable,  through  single-state  selection.  If  all  atoms  are  in  the  “c” 
state,  the  collisional  shifts  are  predicted  to  be  zero.  Fig.  5  shows  measured  sensitivities  to 
external  magnetic  field  variations  with  an  AFP  system  both  off  and  on.  The  solid  lines 
represent  the  value  of  df  /  dB  predicted  by  the  Breit-Rabi  equation  from  the  measured 
change  in  field  intensity.  It  is  clear  that  use  of  single-state  selection  substantially  eliminates 
the  collisionally-induced  field  sensitivity. 

Summary  of  Systematic  Effects 

An  examination  of  a  substantial  number  of  systematic  effects^^^  is  summarized  in  Fig. 
6.  The  calculations  assume  attainable  values  of  environmental  driving  functions  and  maser 
sensitivities;  for  example,  control  of  the  maser  cavity  to  10“^  °C  is  assumed.  Solid  lines 
indicate  ranges  of  variables  that  are  fairly  well  understood,  while  dashed  lines  indicate  ranges 
that  could  occur  if  special  care  is  not  taken.  Dotted  lines  represent  variables  whose  behavior 
is  not  well  characterized.  In  particular,  the  long-term  constancy  of  the  wall  shift  is  an  area 
needing  careful  investigation. 

It  will  be  seen  that  most  known  effects  are  at  the  low  10“^*’  level.  Thermal  changes 
in  storage  bulb  dielectric  coefficient,  possible  cavity  dimensional  aging,  and  possible  external 
magnetic  field  variations  are  predicted  to  predominate  at  that  level.  Improving  the  stability 
below  1  part  in  10^^  will  clearly  require  attention  to  many  effects  simultaneously. 
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Cavity  Material 

a  (°C-l) 

(l/f)Ofo/5T)  (°C-l) 

5f/f  (5T=10-5°C) 

Cervit  or  Zerodur 

-1x10-7 

lxlO-^2 

1x10-17 

Copper  or  Aluminum 

+2x10-5 

1 

o 

o 

2x10-15 

Table  1.  Frequency  Variations  Due  to  Cavity  Bulk  Expansivity 


Averaging  Interval  (sec) 

Fig-  1.  Effect  of  State  Selection  on  Frequency  Stability 
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Averaging  Interval  (sec) 

Fig.  2.  Effect  of  Beam  Flux  on  Frequency  Stability 


Averaging  Interval  (sec) 

Fig.  3.  Effect  of  RF  Coupling  Coefficient  on  Frequency  Stability 


Averaging  Interval  (sec) 

Fig.  4.  Effect  on  Frequency  Stability  of  Reducing  Random-Walk  Coefficient 
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QUESTIONS  AND  ANSWERS 


JACQUES  VANIER,  NRC:  You  have  built  several  masers  over  the  years.  Different  masers  have 
different  line  Q’s.  Could  you  comment  on  the  correlation  between  the  line  Q  and  the  long  term  stability? 
Does  it  depend  on  the  line  Q  or  on  all  these  other  parameters, 

MR.  MATTISON:  Until  recently,  most  of  our  masers  have  had  line  Q’s  between  1  and  2  times  ten  to 
the  ninth.  It  is  only  recently,  with  the  VLG12  masers  that  we  have  had  line  Q’s  of  5  times  ten  to  the  ninth. 
We  really  don’t  have  good  measurements  of  the  long  term  stability  of  them  yet.  They  are  now  at  USNO  and 
that  is  where  we  are  going  to  find  out.  I  assume  that  Dr.  Winkler  will  let  us  know  about  their  long  term 
stability. 

TOM  ENGLISH,  BALL  CORP.:  1  noticed  on  your  last  view  graph  that  you  had  a  mechanism 
called  ‘dielectric  constant  of  the  storage  bulb’.  Could  you  just  say  a  few  words  about  that? 

MR.  MATTISON:  In  the  maser  the  storage  bulb  is  made  of  quartz  which  acts  to  load  the  cavity. 
The  dielectric  constant  of  the  quartz  changes  with  temperature  and  therefor  changes  the  resonant  frequency 
of  the  cavity.  That  is  quite  a  significant  effect.  HARRY  PETERS,  SIGMA  TAU:  I  just  wanted  to  say 
that  some  of  the  considerations  of  optimization  relative  to  power  output,  cavity  Q  etc.  do  not  necessarily 
apply  to  all  configurations  of  hydrogen  masers.  If  you  have  a  cavity  switching  servo  such  as  ours  have,  your 
signal-to-noise  ratio  for  your  servo  system  depends  on  your  amplitude  of  oscillation  and  the  power  coupled 
out.  Therefor,  you  tune  more  precisely  with  more  power  out  and  you  might  want  to  use  a  much  higher  Q 
cavity  than  if  you  were  not  tuning  this  way.  There  are  a  few  other  parameters  which  may  differ  if  you  are 
considering  other  automatic  tuning  systems. 

MR.  MATTISON:  With  any  analytic  approach  such  as  this,  the  results  depend  on  the  model  that 
you  are  using.  Clearly,  as  you  say,  if  tuning  is  another  process  involved,  you  have  to  include  that  in  the 
calculation.  It  was  not  including  here. 
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